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Addendum No.:  1 

Solicitation No.:  20-R074107AJ 

Solicitation Title:  Segmented Flow Analyzer    

Addendum Date:   May 20, 2020  

Procurement Contact: Abigail Jenkins   

 

RFO No. 20-R074107AJ is amended as set forth herein. Responses to questions posed by 

prospective bidders are provided below. This addendum is hereby incorporated in and 

made a part of RFO No. 20-R074107AJ. 

CHANGE TO:  

EXHIBIT 2, OFFER RESPONSE REQUIREMENTS, 2.02 OFFER FORMAT, C. TAB 

2 - MINIMUM QUALIFICATION REQUIREMENTS, ITEM 2. 

The Offeror shall provide a minimum of three (3) references using systems currently 

operating in a National Environmental Laboratory Accreditation Conference (NELAC) 

certified water/wastewater laboratories within the United States, and has been installed since 

April 1, 2012, each of which included one of the following components: (i) system 

installation, (ii) on-site start up assistance, (iii) method, (iv) Development; and (v) factory 

training. 

QUESTIONS AND RESPONSES:  

Q1. The use of inline gas diffusion in lieu of distillation for ammonia analysis was 

recently approved in the 2012 MUR. As the use of a new technology takes some 

time to gain momentum and wide awareness, is it acceptable to provide references 

of labs that have systems installed after April 1, 2017? 

R1. Yes. 

Q2. The RFO does not list a required range and detection limit for the application.  

i. Is there a required range for ammonia as N?  
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ii. Is there a required detection limit for ammonia N? 

iii. If there is a required detection limit, how is this calculated? 

R2.  Prospective bidder should list the achievable range and detection limits of the equipment 

being offered.  

NOTE: Items that are struck through are deleted. Items that are underlined have been added or 

changed. All other terms and conditions remain as stated in the RFO. 

END OF ADDENDUM  

INSTRUCTIONS: 

Receipt of this addendum must be acknowledged as instructed in the solicitation document. 

Failure to acknowledge receipt of this Addendum may result in the response being deemed 

non-responsive. 

AUTHORIZED FOR RELEASE  
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